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Magna Scope instructions (continued)

4. Blower Connection: An integrated blower connection is to be
found on the removable black ocular for attachment of the air
hose.  See Fig. 4.

5. Magnifying Glass: The hinged magnifying glass can be pushed to
the side if required.  The magnifying glass not removable.  See
Fig. 5. 

6. Bulb Replacement: Carefully remove specula from MagnaScope
and unscrew defective bulb from threaded socket and replace with
a new bulb.  See Fig. 6.

Fig. 5 Fig. 6 

Fig. 4


